A Review on Functional Electrical Stimulation of Bladder and Bowel in Spinal Cord Injury.
The purpose of this collective review is to examine the use of functional electrical stimulation for incontinence. The Finetech-Brindley bladder system enhances voiding through stimulation via electrodes implanted around the ventral sacral roots. Detrusor hyperreflexia is eliminated through complete dorsal rhizotomy, which results in loss of reflex defecation and reflex erection/reflex lubrication. Consequently, a new system is being devised in which functional electrical stimulation for incontinence in spinal cord injury can be achieved without dorsal rhizotomy.